Early thrombotic stenosis of aortic bioprosthetic valves: report of two cases.
Thrombotic stenosis of a Carpentier-Edwards porcine bioprosthesis occurred in two patients within 3 months after aortic valve replacement. Both patients underwent successful replacement of the aortic prosthesis. Although previously reported, this complication of aortic porcine bioprostheses is uncommon.